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ABSTRACT
By the precise timing of the low amplitude (0.005 - 0.02 magnitude) transits of exoplanets around their parent
star it should be possible to infer the presence of other planetary bodies in the system down to Earth-like
masses. We describe the design and construction of RISE, a fast-readout frame transfer camera for the Liverpool
Telescope designed to carry out this experiment. The results of our commissioning tests are described as well as
the data reduction procedure necessary. We present light curves of two objects, showing that the desired timing
and photometric accuracy can be obtained providing that autoguiding is used to keep the target on the same
detector pixel for the entire (typically 4 hour) observing run.
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1. INTRODUCTION
The Liverpool Telescope1 (LT) is a 2.0 metre fully robotic telescope. The telescope Acquisition & Guidance
(A&G) unit can host up to ﬁve instruments2 with the beam able to be directed to one of four side ports via a
folding mirror, or, with the folding mirror removed from the beam, to a straight through port. The rapid time
to switch between instruments (< 30 seconds) combined with automated observing scheduling3 means that the
telescope is well suited to time variable (on timescales of minutes to years) and rapid reaction astronomy.
A key science goal of the Liverpool Telescope is the discovery of Earth mass exoplanets (i.e. planets outside
our own solar system). Two techniques are pursued. The ﬁrst is via participation in the coordinated followup
programmes4 of galactic bulge microlensing events where small anomalies in the light curves act as signatures
of planets orbiting the lens star. An example of the application of this technique in which the LT was involved
was the recent discovery of a Jupiter/Saturn solar system analogue.5 The second technique involves the precise
timing of transits of known Jupiter-like exoplanets around their parent star, looking for deviations from the
expected ephemeris due to the inﬂuence of other (unseen) planets in the system perturbing the orbit. It is this
second technique which is the subject of this paper, which describes the construction of a moderately wide ﬁeld,
fast-readout CCD imager for the Liverpool Telescope known as RISE (Rapid Imaging Search for Exoplanets). In
this paper we will give a brief overview of the science driver for the instrument and the requirements it places on
the design, followed by details of its design and construction. We will also discuss the data reduction procedure
for the instrument, and give the results of our commissioning tests.
2. SCIENCE REQUIREMENTS
The detection of exoplanets is currently of great topical interest in astronomy. As technology and techniques
progress the main emphasis is naturally moving towards the detection of low mass planets. These objects are
diﬃcult to detect by direct means and it is likely that we will have to wait for an ELT to image the ﬁrst Earth
analogue system. However, in the mean time, a number of techniques are being used to indirectly detect super-
earth massed planets. For an eclipsing system, the idea of using timing residuals to infer the presence of a third,
usually lower mass, body is not a new one, going back to the discovery of the outer planets of our own solar
system. Recent calculations6, 7 show that a low mass planet moving in a resonance orbit can alter the transit
times of a hot Jupiter planet by > 5 sec for periods of 40 days or more.
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Figure 1. RISE optical layout. The position of the folding mirror is also indicated.
Typical transiting exoplanets so far discovered8–11 have magnitudes in the range V ∼ 8−12, with amplitudes
of 5-20 mmag and durations of 1-3 hours. It can be seen that photometry at the few milli-magnitude level is
therefore required. Often signals such as this are dominated by systematic noise sources. To overcome this it is
necessary to image as many comparison stars as possible with similar brightness to the target star. Our ﬁeld of
view requirement (∼ 7.5 arcminutes) was therefore driven by the maximum ﬁeld of view available at a side port
of the LT A&G box.
On a 2-metre telescope the target brightness implies exposure times of 1-10 seconds to obtain the required
SNR for milli-mag photometry. This implies a requirement for a readout time of less than 1 second in order that
close to the maximum number of data points (i.e. total number of photons) is collected over the ﬁxed duration
of the transit.
3. INSTRUMENT DESIGN AND BUILD
3.1 Optical design
The LT has a plate scale of ∼ 97 microns/arcsecond, meaning that to cover a 7.4× 7.4 arcminute ﬁeld of view
a simple focal plane CCD would be ∼ 46 × 46mm. While such CCD’s do exist, they are expensive and with
the large number of pixels implied by the large detector area, generally slow to readout with low noise. It was
therefore decided to use a smaller, frame transfer CCD combined with a ﬁeld condensing system to achieve the
combination of ﬁeld of view and readout speed.
The camera selected was a Andor DW435 model. This uses an an E2V CCD47-20 back illuminated, frame
transfer CCD which has 1024 x 1024 pixel light sensitive region (LSR). Each pixel is 13.0 x 13.0 microns. Used
in direct imaging mode such a device would therefore yield a ﬁeld of view of 2.3 x 2.3 microns with a pixel scale
of 0.13 arcseconds per pixel. A condensing system with a linear magniﬁcation of ∼ 0.3× was therefore required.
The overall aim of the optical design (Figure 1) of the ﬁeld condensing chain was therefore to achieve a
7.4 arcmin diameter unvignetted ﬁeld-of-view with imaging quality better than the CCD pixel size (0.48 arcsec
Figure 2. Transmission curve for the RISE custom filter constructed from 2mm KG5 + 3mm OG515.
diameter) when projected on to the sky. This is achieved with simple oﬀ-the-shelf optics which includes a 500 mm
focal length, 63 mm diameter, Melles Griot “Optimized Achromat” as a collimator and a Nikkor 135 mm focal
length f/2D commercial compound lens as the camera. A Newport “Precision Achromatic Doublet” ﬁeld lens,
just inside the telescope’s focal plane, places the telescope’s exit pupil on to a ﬁlter between the collimator and
camera. This ﬁlter is of a similar design to that built for the LT RINGO polarimeter,12 in this case constructed
from 2mm Schott KG5 bonded to 3mm Schott OG515 (Figure 2)
The transmission surfaces of the two achromatic lenses are coated with three-layer anti-reﬂection coatings
to minimize losses and ghosts. After the ﬁeld lens the beam is reﬂected by a 45 degree plane mirror in an
adjustable holder to permit the ﬁeld-of-view to be centred precisely on the CCD in the camera’s focal plane
as well as permitting the exit pupil, after the collimator, to be centred on the optical axis. It was found in
commissioning (Section 4) that the optical aims were easily achieved, in fact the useful ﬁeld-of-view approaches
9 arcmin diameter even though vignetted somewhat beyond the design value of 7.4 arcmin.
3.2 Mechanical Design
The mechanical design of the instrument (Figures 3 & 4) was driven by the oﬀ-the-shelf nature of the optics
used. The collimator lens has a 500mm focal length; this made the instrument too long to be stable without a
fold mirror. The fold mirror brings the optical axis of the instrument alongside the Acquisition and Guidance
box of the telescope, thereby aﬀording further mechanical brace points. A diagonal bar was ﬁtted spanning the
length of the instrument to eliminate sag through the 90 degree fold. The bottom of the instrument was then
clamped to lower part of the A&G box to eliminate ‘sway’. Due to the physical size of this instrument weight
was going to be a concern, so it was decided to use Aluminum Alloy 5083 H0 for its light weight yet strong
tensile strength.
There are two lenses in this instrument, a ﬁeld lens (Newport PAC096) and a collimator lens (Melles Griot
LAO 346). The ﬁeld lens is mounted approximately 10mm inside the focal plane of the telescope in an aluminum
block, using an O ring mounting to allow for the eﬀects of temperature changes at site. The position of this
aluminum block can be adjusted +/- 15mm. Then a fold mirror is mounted 150mm from the telescope focal
plane, this mirror has a purpose built kinematic mount and can be adjusted about its centre point easily after
the entire instrument has been assembled, facilitating alignment. Mounted 350mm further along the optical path
is the collimator lens in a similar mount to the ﬁeld lens with the same amount of adjustment to allow the focus
Figure 3. Side view of RISE mechanical design.
Figure 4. Angle view of RISE mechanical design.
Figure 5. Readout time is ∼ 280msec and frame transfer time is ∼ 8msec for 2x2 binning at optimal readout speeds.
to be set accurately. Finally the Camera (Andor DW435) with bayonet mounted camera lens (Nikkor 135mm)
is mounted within a Tufnol plate to electrically insulate it from the rest of the instrument.
3.3 CCD system
The Andor CCD camera was connected to an Instrument Control Computer (ICC) via a standard PCI connection.
Power for the CCD system is drawn from this connection via a supplemental power connection to the PCI card
from the host system. The CCD is constructed with a light insensitive (LISR) 1024x1024 pixel region adjacent
to the LSR pixel array of the CCD. This acts as a buﬀer to hold data being moved from the LSR. This is the
frame-transfer aspect of the CCD, and means that when one image acquisition has completed on the LSR, it is
immediately shunted to the LISR. This allows another image to start acquiring very quickly, hence the increased
time resolution of the camera. This is in contrast to a standard CCD camera, where the image must be read out
before another is taken. Once an acquisition has started a series of images is acquired by the camera resulting
in an exposure-frame transfer-readout cycle (Figure 5.)
The software setup for the RISE camera is broken down into two components: the CCD control system and
the CCD acquisition system. The CCD image acquisition system (IAS) is responsible for instructing the CCD
hardware to acquire images, and control temperature and onboard acquisition characteristics. This is written in
C and makes use of the Andor Linux SDK, allowing camera control software to be written relatively quickly. The
camera control links the C-level acquisition system to the Java based robotic commands system, which issues the
acquisition commands e.g. calibration set (Figure 6). The Java and C implementations are linked by the Java
Native Interface (JNI), allowing the Java based Robotic Control System (RCS) to call the C-based acquisition
routines.
Due to the nature of the image acquisition software the data rate is very high for short exposures. Data can
be acquired in 1x1 or 2x2 binning modes, with minimum exposure cycle times of 1.8 sec and 1.0 sec respectively;
thus the maximum data generation capacity can be ∼ 4.0Gbytes per hour for a 1x1 data run or ∼ 3.6Gbytes
Figure 6. Software command and acknowledgment flow.
per hour in 2x2 mode. Another side eﬀect of the high data is the need to run the acquisition process in isolation
from the the ICS. The usual LT method of acquisition is to take an image and return an acknowledgment to the
RCS between each image. However, to do so in this case would create timing delays and introduce an unusual
level of packet traﬃc between the IAS and the RCS. The solution to this is to yield control of the instrument to
the IAS and send an acknowledge at the end of a long run.
Bias, ﬂat and science frames are taken through two modes of acquisition: twilight calibrate and multrun.
Since there is no shutter on the CCD, it can be diﬃcult to acquire a bias image. This must be achieved manually
by taking zero second exposures with the light path to the CCD obstructed. Dark frames are taken in a similar
fashion with the ‘multrun command’. Flats are taken via the ‘twilight calibrate’ command which adapts the
exposure time to achieve a similar number of counts on each ﬂat image based on the median count in the
previous image. Finally, the ‘multrun’ command takes a series of images in frame transfer mode. The number
of images required is set along with the exposure time. The acquired data is stored locally on the ICC before
being transferred back to LJMU next day, where it is made available via staging on a webserver.
4. COMMISSIONING
RISE was ﬁtted to the Liverpool Telescope in February 2008. Setup was relatively straight forward. The
instrument was ﬁtted to the telescope without the CCD camera. A test card was clamped to the ﬁeld lens holder
and the holder was adjusted to the focal point of the telescope. A 1 metre focal length telescope (set to inﬁnity)
was then positioned where the camera would eventually sit and the collimator lens was adjusted until the test
card could be viewed in focus. The test card was removed and the ﬁeld lens adjusted away from the focal plane
to keep any dust particles out of focus. The mirror was then roughly adjusted by eye to bring all the optical
components concentric within the instrument. The camera was then ﬁtted and images taken of the inside of the
enclosure. A combination of small adjustments of the telescope fold mirror in the A&G box and the fold mirror
within the instrument itself were then made to centre the image.
On sky commissioning took place over the period 20-23rd February 2008. The ﬁeld of view (with some
vignetting in the corners) was found to be 9.4 x 9.4 arcminutes, corresponding to a pixel scale of 0.55 arcsec/pixel
(Figure 7). No signiﬁcant variation in point spread function across the ﬁeld could be detected. The detector
system read-noise was measured at 10 electrons rms, and the gain as 2.4 electrons/count. Linearity testing
showed good performance up to the ADC conversion limit to 65,000 counts with 1x1 binning and around 40,000
counts with 2x2 binning. With the short exposure times used for the instrument no signiﬁcant dark current
could be detected.
5. DATA REDUCTION
The reduction of data to milli-mag accuracies is a complex task, and requires a good understanding of the
systematic errors. At present our data reduction procedures are still at an experimental stage, although we can
already demonstrate high quality photometry and timing results (Figure 8).
Figure 7. A comparison of raw images from the RISE (left hand side) and RATCam (right hand side) cameras of the
Liverpool Telescope to the same scale.
The initial stages the raw images are ﬁrst put through a python/pyraf script that updates the headers that are
needed at the reduction or lightcurve ﬁtting stage, including the heliocentric Julian date and airmass (calculated
from DATE-OBS, RA and DEC), plus other instrument characteristics such as the gain, read-noise and ﬁlter.
Due to the instrument not having a shutter we try both bias images and bias strips to debias the images. Flat
ﬁelding is also tricky. We currently do not understand how the ﬂat ﬁeld structure changes during the course of a
night (due to scattered light in the telescope and optics) and therefore we prefer not to ﬂat ﬁeld in cases where
autoguiding is stable. This is because the ratio of the stars ﬂuxes on the chip will stay constant and ﬂat ﬁelding
eﬀects will be removed to ﬁrst order during sky subtraction anyway. If however there is some drift (e.g. due
to lack of an appropriate guide star) ﬂat ﬁelding must be used to remove some (but not all) of the systematic
eﬀects. An example of this is shown in Figure 9 where autoguiding was lost half way through the run (Figure
10) - the detrimental eﬀect on the light-curve is obvious.
Aperture photometry is performed on the images using IRAF/daophot via a python/pyraf script that uses a
list of apertures to calculate the relative ﬂux of the target star (given a list of reference stars coordinates) and the
respective errors. Typically an aperture of 10 pixels is used (in 2x2 binning mode). Following this the lightcurves
are then normalized using an airmass (or time) function and a model is ﬁtted to the lightcurves according to
an analytic formula13 using a Monte Carlo Markov Chain code with suitable priors on known stellar and orbital
parameters. This allows us to calculate the radius, inclination and central transit times. It is the variation of
these central transit times from the predicted ephemeris that will provide evidence of a third body.
6. CONCLUDING REMARKS
RISE was a fast-track instrument for the Liverpool Telescope, which was designed, built and commissioned within
1 year of the initial science requirement being identiﬁed. Although work is still underway to better understand
the eﬀect of scattered light on the observations, it is already clear that the timing precision obtainable is suﬃcient
to carry out our programme of transit followup, which has therefore begun routine data taking. In addition we
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are pleased to note that it is also attracting interest from other science users of the telescope attracted by its
low overheads for timing experiments and its relatively wide ﬁeld.
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